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ABSTRACT
Despite major advances in the understanding of congenital heart 
disease, the clinical decision-making process is still based on 
consensus opinion of experts, small prospective and retrospective 
studies, or registries. Furthermore, because the decision process is 
mainly supported by empirical data from cohorts of patients with 
similar conditions, it might not reflect the individual subject nor 
does it allow making predictions on the outcome in response to a 
variety of therapeutic options. In response to this need, the new 
paradigm of “predictive personalized medicine” postulates the use of 
computational tools that integrate patient-specific medical imaging (as 
well as other measurements) to simulate and quantify physiologic and 
pathophysiologic function of the cardiovascular system. The ultimate 
goal is to perform a subject-specific hemodynamic assessment and, 
when applicable, to predict the outcome of alternative treatment 
plans for an individual patient. In this article, we review image-based 
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computational modeling in congenital heart disease. We remark 
that closer interactions between bioengineers and clinicians, and 
dedicated cross-disciplinary training are crucial to bridge the gap 
between image-based modeling and daily clinical scenarios.
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Abbreviations
A: area;
C: compliance;
CAD: computer-aided design;
CBF: coronary blood flow;
CFD: computational fluid dynamics;
CHD: congenital heart disease;
CMR: cardiovascular magnetic resonance;
CO: cardiac output;
CoA: aortic coarctation;
CT: computed tomography;
ΔP: pressure change;
ΔV: volume change;
E: stiffness;
e: strain;
F: force;
FDA: Food and Drug Administration;
HLHS: hypoplastic left heart syndrome;
HPC: high performance computing;
L: vessel length;
LV: left ventricle;



μ: blood viscosity;
s: (circumferential);
NURBS: non-uniform rational b-spline;
P: pressure;
PC: phase-contrast;
PPS: peripheral pulmonary stenosis;
PWS: peak wall stress;
r: radius;
RV: right ventricle;
WSS: wall shear stress.

INTRODUCTION
In the last 60 years, there has been a major improvement in the life 
expectancy of patients with congenital heart disease (CHD). Previ-
ously, only about 20% of these patients would reach adulthood. How-
ever, successful pediatric cardiology programs (with improved early 
diagnosis) and pediatric cardiac surgery breakthroughs have allowed 
that nowadays over 85% of young adults with CHD have nearly sim-
ilar life expectancy as their peers without congenital cardiovascular 
malformations[1]. These advances in diagnosis and surgical treatment 
have consequently led to an increasing prevalence of patients with 
CHD in the general population. Furthermore, more careful diagnosis 
and more sensitive measurements have shown higher prevalence of 
residual and associated defects in patients with CHD. Indeed, recent 
data has revealed an increasing complexity and comorbidities of 
CHD patients surviving into adulthood, further stressing the need for 
personalized care[2]. 
    Despite the major advances in the care of CHD patients, the clini-
cal decision-making process is still based on consensus opinion of 
experts, small prospective and retrospective studies, or registries. The 
lack of supporting data determines that the majority of the guidelines 
for the management of grown-up congenital heart disease patients 
have the lowest evidence level (level C)[3-5]. Additionally, the safety 
and effectiveness of most drugs or procedures have not been formally 
studied in children. Although largely off-label, clinicians have often 
used medicines and treatments based on what is known to work in 
adults, which poses a significant risk to a particularly vulnerable sub-
set of patients[6]. Not only pharmacokinetic and pharmacodynamic 
properties of certain drugs may differ considerably in children from 
their adult counterparts, but also extrapolating empirical data on 
treatments from cohorts of patients with similar conditions, might not 
reflect the individual subject. 
    With other ancillary diagnostic tools, imaging and particularly 
functional imaging plays a crucial role in understanding the complex 
anatomic malformations and the resultant pathophysiologic adapta-
tions in these patients, underpinning an initial clinical diagnosis. The 
remarkable improvements in the diagnostic assessment and accurate 
treatment decisions rely more and more on precise and detailed in-
formation provided by the multiple sophisticated imaging modalities 
available[3,4,7]. Moreover, multidimensional image data provides the 
ability to customize biomechanical and physiological parameters 
to a particular patient’s anatomy, integrating models of cardiac and 
vascular physiology. These integrative models of cardiovascular 
pathophysiology are key for the understanding of disease and for 
management/intervention planning. Nevertheless, in the overall di-
agnostic workup of certain defects or diseases, clinicians still rely on 
the “gold-standard” information from invasive, riskier hemodynamic 
assessment[8].
    Cardiac output (CO) for instance, one of the most important physi-
ological parameters that reflects the metabolism of the entire body 
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and its ability to adapt to changes in workload, requires accurate 
quantification in the assessment of intra-cardiac shunts or during 
right heart catheterization to determine resistance in pulmonary hy-
pertension studies. However, “gold-standard” invasive methods like 
Fick’s and thermodilution techniques are not completely accurate for 
measuring CO in all patients (e.g. thermodilution method tends to 
overestimate the CO in the presence of low outputs) and make vari-
ous key assumptions on the physiologic state of the subject (e.g., ac-
curate oxygen consumption measurements and the inability to obtain 
a steady state under certain conditions are known drawbacks of Ficks’ 
methodology). Additionally, these methodologies can only provide 
physiological assessment at a limited number of spatial locations. 
    In this manuscript we will discuss the current state of image-based 
modeling applications in the medical field, from disease research, to 
medical device design and performance evaluation, to virtual surgical 
planning, focusing on CHD problems.

IMAGING AND COMPUTATIONAL METH-
ODS IN CONGENITAL HEART DISEASE
Patient-specific computational modeling requires accurate three-
dimensional (3D) anatomical and physiological models derived from 
advanced medical imaging, rather than simplified geometric approxi-
mations of the anatomy with idealized flow and pressure conditions. 
Sophisticated multimodality cardiovascular imaging enables the defi-
nition of the computational domain (e.g. the anatomy), the boundary 
conditions (e.g. measurements of flow and pressure), as well as the 
tissue function and properties. In this section, we provide an over-
view of the different imaging and computational tools necessary for 
simulation of cardiovascular dynamics.

1. Acquisition of morphologic and physiologic data using medical 
imaging
The current non-invasive techniques that allow simultaneous charac-
terization of cardiovascular anatomy and hemodynamics are Doppler 
echocardiography, computed tomography (CT) and cardiovascular 
magnetic resonance (CMR). 
    Even though two-dimensional (2D) echocardiography is still the 
first-line tool for diagnostic assessment of these patients, the intricate 
nature of some cardiovascular malformations requires a broader 
bird’s-eye view. The comprehensive nature of the non-invasive cross-
sectional imaging modalities, particularly of CMR, has enabled to 
perform accurate and high-spatial resolution 3D anatomical recon-
structions, with increasing temporal resolution to depict flow dynam-
ics[9]. 
    Although not a new technology and originally used in engineering 
and car industry to generate prototype models, the use of 3D printing 
techniques to create cardiovascular models based on these detailed 
imaging modalities has received renewed attention from both the 
medical community and media (Figure 1). This technique has been 
shown to contribute both to the pre-operative surgical planning in 
complex congenital cardiovascular defects and also to help fabricate 
customized implants that can be tested before surgery[10].
    It is beyond the scope of this article to provide a comparison 
between all available imaging modalities, since currently no one 
provides anatomically and physiologically accurate data at all phases 
of patient care, from the fetal stage onwards. Moreover, caution is re-
quired when comparing different modalities due to the discrepancies 
between the quantities measured (e.g. Doppler ultrasound measures 
the peak velocity within a voxel while each voxel in CMR provides 
an estimate of the mean velocity).
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Figure 1 Panels A to C. Segmentation process of a 3D balanced steady-state free precession CMR dataset from a patient with superior sinus venosus atrial 
septal defect (ASD). Panel D. Orthogonal inferior perspective of the ASD after a customizable cutting plane through the middle of the heart, to allow 3D 
visualization of the defect. An imaged-based cast can be printed out to help tailor the best intervention for this patient.

Doppler echocardiography
Doppler echocardiography provides a useful and inexpensive bedside 
screening tool to study flow patterns, function and myocardial ve-
locities[11]. 2D echocardiography is still the best modality in terms of 
temporal resolution, enabling to capture specific features of cardiac 
dynamics. Reconstruction algorithms using acquired conventional 2D 
color-Doppler data have been used to depict the intra-ventricular flow 
maps with high temporal resolution thus allowing characterization 
of the complex ventricular vortex flows, assessment of myocardial 
efficiency and kinetic energy dissipation, and estimating 2D pressure 
maps[12]. Extensively validated in the assessment of pressure gradi-
ents in acquired cardiovascular diseases, these pressure gradients are 
calculated using simplified Bernoulli principles, under a planar blood 
flow assumption, with the added error of potential user-dependent 
scan-plane misalignment during ultrasound beam interrogation. 
Furthermore, Doppler ultrasound cannot resolve a velocity map on a 
randomly oriented anatomic plane of the acquired domain.
    Not surprisingly, the accuracy and reliability of some of these mea-
surements is still debated. This is particularly true in the assessment 
of the left ventricle (LV) filling pressure and pulmonary pressure[13,14]. 
Although several proposed Doppler echocardiographic indexes have 
been discredited by conflicting evidence, they still provide valuable 
insights into the pathophysiology of both right and left ventricular 
adaptations and ventriculo-arterial mechanics[15]. 

    Recently, 3D echocardiography has been shown to overcome the 
major limitation of 2D angle-dependent Doppler-based measure-
ments by allowing the calculation of angle-independent 3D intra-
cardiac velocity vectors. This 3D echocardiographic data could be 
used to provide more sophisticated boundary conditions for simula-
tion studies[16].

Computed tomography
Modern CT commercial scanners allow sub-millimeter in-plane spatial 
resolution and increasingly higher temporal resolution for gated imag-
ing, due to the fast gantry rotations achieved and the advanced iterative 
reconstruction algorithms used. This has allowed to acquired highly re-
solved images with relatively low-dose radiation, a particular relevant 
topic in pediatrics given the stochastic effect of cumulative exposure to 
radiation and cancer risk[17]. Advances in computational fluid dynam-
ics (CFD) now enable calculation of coronary flow and pressure fields 
from CT-derived anatomical image data. This allows for the functional 
assessment of coronary plaque disease, obtaining maps of coronary 
wall shear stress (WSS), the tangential force generated by the friction 
of flowing blood on the endothelial surface of the arterial wall, which 
is correlated with plaque destabilization and rupture[18]. It is also pos-
sible to non-invasively determine the significance of coronary artery 
stenosis using entirely image-based computational methods, thus sav-
ing the patients from an invasive diagnostic catheterization[19]. 
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throughout the systemic and pulmonary circulations in a pulsatile 
manner. The motion of blood can be described mathematically as 
an incompressible fluid (with constant or shear-dependent viscosity) 
governed by the so-called Navier-Stokes equations, which describe 
the conservation of linear momentum and mass. The Navier-Stokes 
equations describe the fluid motion in three spatial dimensions, due 
to forces such as pressure gradients, viscous losses, acceleration, and 
gravity. Because of their nonlinear character, obtaining a solution to 
these equations requires the use of HPC and numerical methods. A 
number of simplifications to the 3D Navier-Stokes equations have 
been utilized to describe flow and pressure under much simpler 
terms. 

The Windkessel model
One of the most commonly used simplified models of the circulation 
is the so-called “lumped-parameter models”, which consists of elec-
tric analogues of the circulation. The Windkessel model described by 
Otto Frank in the late 19th century, was the first lumped-parameter 
model (Figure 2). It was designed to represent the heart and the 
systemic arterial system in terms of an aortic inflow pressure-flow 
relationship, assuming known values of resistance and compliance 
of a distal vascular bed, similar to a hydraulic circuit[25]. The model 
explains the exponential decay in diastolic aortic pressure following 
aortic valve closure, and can estimate the workload on the heart in 
terms of peripheral resistance and total arterial compliance[26]. Wind-
kessel models have also been widely used to characterize parameters 
such as arterial compliance, peripheral resistance and as a mean to 
derive aortic flow or arterial pressure from image data[27]. 
    Lumped parameter models can have different designs: from 2-ele-
ment models that take into account the arterial compliance and total 
peripheral resistance, to 3 or 4-element models that provide a finer 
description of the distal vascular bed.

Poiseuille’s law
Another commonly utilized simplified model of the circulation is giv-
en by Poisuille’s law (Figure 3). Poiseuille’s law provides an analyti-
cal solution for the Navier-Stokes equations under the assumptions of 
steady flow in a symmetric, cylindrical vessel, in the absence of grav-
ity, and under a constant pressure gradient (Figure 4). Poiseuille’s law 

    However, CT assumes universal form–function relationships or 
allometric scaling laws relating the mass of an object to shape and 
size, anatomy, and physiology to estimate the blood flow rate[19]. An 
example is the estimation of the total coronary blood flow (CBF) at 
rest, which is assumed to be proportional to myocardial mass. Since 
the myocardial mass can be calculated from the volumetric CT angi-
ography data, one can extrapolate the CBF using these form–function 
relationships[19,20].

Cardiovascular magnetic resonance
CMR allows simultaneous acquisition of high spatial and high 
temporal resolution anatomic data and 3D velocity maps of blood 
flow, not limited by acoustic window or patient body surface area. 
The possibility of obtaining temporal-spatial velocity maps permits 
a direct examination of blood velocities, flow rate and even WSS 
throughout the cardiac cycle. The key advantage of velocity encoded 
phase-contrast (PC) CMR techniques is that, in addition to measuring 
velocity in any imaging plane, the area of the vessel of interest is also 
captured simultaneously, allowing for volume of flow to be accurate-
ly calculated[21]. Additionally, new 4D flow sequences offer further 
advantages over 2D methods, enabling retrospective analysis of flow 
in any location in the imaging volume. 4D flow has been recently ap-
plied to study flow patterns in severe pulmonary hypertension: it has 
been observed that flow changes from a laminar to a helical/vortex 
pattern with different diastolic streamlines[22]. These swirling flow 
patterns can result in inaccuracies when assessed by 2D through-
plane flow techniques. 

2. Engineering analysis and modeling
Models are an approximation of reality that helps to understand func-
tion. In engineering, modeling has traditionally relied on using com-
plex partial differential equations (such as the Navier-Stokes equa-
tions) to describe a certain physical phenomenon. These equations 
can be solved either analytically or numerically. Analytical solutions 
(such as Poiseuille’s law) can be obtained under a series of simplified 
conditions on the physics and geometry (for instance, steady flow in 
a perfectly cylindrical rigid tube), and provide a closed-form solution 
for the quantity of interest. These assumptions (e.g. non-deformable 
tubes) entail obvious limitations when applied to dynamic prob-
lems/systems such as the human vessels. On the other hand, when 
the combination of physics and anatomy is complex (for instance, 
turbulent 3D flow through a stenotic vessel), there are no analytical 
solutions that can accurately describe the physics. Indeed, in aortic 
coarctation (CoA) for instance, flow is highly 3D and significant 
viscous loses occur as blood moves through the stenotic area. Under 
these conditions, the simplified Bernoulli’s law, commonly used in 
cardiovascular medicine and which assumes no viscous dissipation, 
is fundamentally flawed. An accurate, non-invasive estimation of the 
pressure gradient can only be obtained by solving the complex partial 
differential equations (e.g. Navier-Stokes), using numerical tech-
niques and high performance computing (HPC).
    In the following, we provide an overview of several fundamental 
closed-form solutions that are commonly used to gain basic insight 
on the mechanics of blood flow and vessel wall dynamics[23,24]. Then, 
we will provide a simple overview of the computational modeling 
workflow, specifically focused on CFD applications. 

2.1.Fundamental solutions for blood flow and cardiovascular me-
chanics
The cardiovascular circulation is a closed-loop, pulsatile system. 
The heart, a myogenic organ, pumps blood at every cardiac cycle 

Figure 2 Representation of the Windkessel model of the human circulation 
with the correspondent and equivalent hydraulic system[26]. The 
Windkessel is similar to a water pump connected to a chamber, filled with 
water but with a pocket of air. As the water is pumped, it compresses the 
air, pushing water out of the chamber.
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relates flow to a constant pressure gradient and a resistance that is 
directly proportional to the vessel length (L), the blood viscosity (μ), 
and inversely proportional to the fourth power of the vessel radius (r).

Laplace’s law
Laplace’s law is another commonly used analytical solution in CFD. 
It applies to cylindrical (vessels) or spherical (ventricular chamber) 
geometries, whether the material has linear or nonlinear mechanical 
properties and irrespective of wall thickness. It states that wall stress 
is directly proportional to the product of the luminal pressure and the 
radius and inversely proportional to the wall thickness (Figure 5).

Vascular stiffness and compliance
Stiffness (E) is the relationship between stress (s) and strain (e): 
E=s/e. Graph 1 in figure 6 shows two materials (A and B) with dif-
ferent stiffness: E1 and E2. The material with the steepest slope in 
the stress-strain curve behaves in a stiffer way. The heart and blood 
vessels exhibit a nonlinear relationship between stress and strain. 
At lower levels of stress (i.e., lower pressures) the tissue behaves in 
a compliant way (i.e., larger strains for a given increment in pres-
sure). However, as stress goes up, the tissue behaves in a stiffer and 
stiffer way (curve C, graph 1 of Figure 6). This is explained by the 
behavior of the different constituents of the arterial tissue: at lower 
stress, the elastin fibers, which are compliant, dominate. Conversely, 
the collagen fibers (much stiffer in nature) dominate at high values of 
stress[28]. 
    Compliance (C) is defined as a change in volume (ΔV) for a given 
change in pressure (ΔP), i.e. C=ΔV/ΔP. It is a fundamental property 
of the heart and blood vessels, which can be altered due to histologi-
cal changes in the tissue. The compliance curve shows a nonlinear 
relationship between volume and pressure. This means that when the 
tissue is exposed to higher pressures, it experiences smaller changes 
in volume for a given change in pressure (Figure 6, graph 2)[29].
    All these solutions/metrics don’t suffice in complex anatomical and 
physiological configurations. For these, no analytical solutions can be 
accurately applied and one must resort to computational tools such as 
CFD to describe the physics at hand. In the next section, we provide 
an overview of typical applications of CFD in the cardiovascular 
field. 

2.2.Computational fluid dynamics in cardiovascular medicine
CFD is a discipline that uses numerical methods and algorithms to 
solve the Navier-Stokes equations of conservation of mass and mo-
mentum to describe and solve fluid problems. Although it was first 
used in traditional engineering areas such as chemical, aerospace/
aeronautic and the automotive industry, it has recently emerged as 
a valuable tool in biomedical engineering research[30]. The ever-
increasing CFD applications in cardiovascular research span from 
understanding the pathophysiology in certain diseases, acquired or 
congenital, to developing new and improved medical devices, or to 
the optimization of existing procedures through computer simula-
tions, resulting in enhanced efficiency and lower costs[29].

Cardiovascular disease research
The application of image-based CDF tools to medicine started es-
sentially in the early nineties. In a landmark study, Gonzalez and co-
workers tried to understand the factors determining the origin and 
progression of intracranial aneurysms and their risk of rupture using 
the hemodynamic data obtained from computer simulations[31]. How-
ever, only in the late nineties did CFD take off as a powerful tool to 
study hemodynamics in numerous vascular territories, in both occlu-

Figure 3 Poiseuille’s Law for a hydraulic system describing the behavior 
of fluids through pipes can be used to describe the flow of blood through 
the arteries. Poiseuille’s law describes the rate of flow (the volume of fluid 
passing a certain point along the tube per second) in terms of the fluid's 
viscosity, the vessel’s radius and length, and the pressure difference along 
the tube. Resistance is directly proportional to viscosity and inversely 
proportional to the fourth power of the radius. Therefore, given the 
relationship between resistance and radius, it is clear that the majority 
of the vascular resistance is concentrated at the level of the pre-capillary 
arterioles (diameter <150 μm). Q, flow; r, radius; ΔP, pressure difference (P1 
high-pressure to P2 low-pressure); μ, blood viscosity; L, length of the tube.

Figure 4 Schematic of a longitudinal section of a tube representing 
an idealized arterial vessel. Poiseuille’s analytical solution for an 
incompressible (no change of volume), Newtonian fluid (constant 
viscosity) assumes constant flow (no acceleration) in a rigid (non-
deformable) cylindrical tube, with constant cross-sectional area and a 
constant pressure gradient driving the flow. Under these assumptions, 
Poiseuille’s solution produces a parabolic velocity profile as depicted in 
the figure, with a zero velocity at the vessel wall boundary and maximum 
axial velocity at the center of the vessel. Because of these assumptions, 
there are obvious limitations to its use for the understanding of biofluids 
and vessel wall mechanics. However, such analytical solutions allow us 
to derive important parameters that have been correlated with important 
clinical outcomes (e.g. tensile stress and risk of aneurysm rupture, 
endothelial shear stress and coronary atherosclerotic plaque and vascular 
remodeling).  The shear rate at the inner wall of a Newtonian fluid flowing 
within a pipe is given by the ratio between the linear fluid velocity (ν) and 
the diameter of the pipe (d). Wall shear rate is related to the shear rate by 
multiplying it by the fluid viscosity (μ). 

Figure 5 Laplace’s law schematic.  Tq, wall tensile (circumferential) stress; P, 
transmural pressure; r, radius; h, wall thickness. 
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and hemodynamic instability post circulatory arrest. Although this 
has gained popularity in patients who were considered high-risk for 
the surgical Norwood palliation, there is still limited evidence com-
paring the outcomes of both procedures. Furthermore, the available 
retrospective data highlights that the final choice is mainly based on 
surgeon’s and institution experience and preference[37].
    Validated multiscale computational models have been use to 
quantify the hemodynamics and parameters such as systemic oxygen 
delivery, allowing to compare the reconstructed circulations of both 
palliative procedures for HLHS[38]. Recent work has shown that the 
hybrid approach results in poorer hemodynamic palliation compared 
with the Norwood Stage I operation[37]. Before results from random-
ized clinical trials become available to provide outcome data, CFD 
can provide unique patient-specific mechanistic insights into these 
complex congenital malformations. These can be interpreted as an 
extra piece of evidence upon which clinicians can support their man-
agement decisions. 

IMAGE-BASED COMPUTATIONAL MODEL-
ING WORKFLOW FOR CLINICIANS
Virtual prototyping, now the standard method to develop new prod-
ucts in a number of industries such as the automotive, has also been 
rapidly accepted in some areas of medicine such as orthopedics 
and orthodontic treatment. However, despite the remarkable break-
throughs in cardiovascular medicine over the past decades, custom-
ization of surgical techniques and medical devices in cardiovascular 
medicine still relies in a cumbersome, costly test-driven approach, 
involving pre-clinical testing, randomized multicenter clinical trials 
with hard clinical end-points, and post-marketing surveillance for 
evaluation of patients outcomes to judge success[39]. There is there-
fore a pressing need to supplement the current test-driven paradigm 
in cardiovascular medicine with a more cost-effective and stream-
lined virtual testing paradigm. This is particularly the case when deal-
ing with rare conditions, where recruiting enough patients to provide 
robust clinical evidence may not be feasible. 

sive and aneurysmal disease[32]. Due to recent advances in computer 
science, improved accessibility to HPC and better software, these 
numerical simulations techniques can now be used to study patient-
specific hemodynamics in a variety of healthy and diseased scenari-
os[33].

Medical device design
Manufacturers soon realized about the potential of CFD as a tool to 
push forward computer-guided design of devices. For instance, coro-
nary stent manufacturers are now using CFD to assess the hemody-
namics effects of stent design and strut geometry and their correlation 
with parameters such as the distribution of WSS on the vessel wall 
of the stented coronary arteries. WSS is known to be a factor in the 
development of atherosclerotic plaques and is also thought to play a 
role in stent restenosis. Because WSS and other local parameters of 
altered hemodynamics are difficult to measure in vivo, computational 
modeling can be used, alongside with experimental data, to gain in-
sight on different aspects of stent design that may reduce the risk of 
vascular injury and subsequent restenosis[34].

Virtual surgical planning
A growing body of evidence is showing how a new virtual reality 
approach for cardiac interventions can be useful in complex CHD[35]. 
Cardiovascular experimental models can be particularly informative 
for device testing (e.g., stent migration, test a range of artificial shunt 
lengths and diameters to predict hemodynamics in a Fontan circula-
tion). Additionally, CFD simulations have been utilized to understand 
the hemodynamic effects of a number of surgical operations, includ-
ing staged reconstruction of the single ventricle physiology. 
    The use of numerical simulations to evaluate and predict hemody-
namic results of performing either an hybrid or a surgical Norwood 
palliation in hypoplastic left heart syndrome (HLHS), exemplifies 
the uniqueness of this investigative tool in CHD[36]. The hybrid 
procedure, using a combination of both transcatheter and surgical 
approaches, attains the goals of Stage I palliative repair without the 
detrimental effects of prolonged neonatal cardiopulmonary bypass 

Figure 6 Graph 1 represents the linear stiffness curves for 2 different materials (material A and material B). Material A has a steeper curve (stiffer 
material), indicating that for the same deformation (strain) higher degrees of stress are required. Curve C represents the typical stress-strain relationship 
in biological tissues such as blood vessels and heart. The curve is nonlinear with a typical J-shape. The initial part of the curve is dominated by elastin 
fibers. The ascending limb of the curve represents the collagen-dominated response that occurs in these tissues at higher stresses. In other words, at higher 
stresses (pressure), the aorta has a stiffer behavior, with smaller deformations for incrementing stresses.[28] Graph 2. Pressure to volume curve (ΔV/ΔP) 
representing the typical compliance of arterial tissue in young (curve 1) and in elderly individuals (curve 2). As apparent by both graphs in the above 
figure, arterial stiffness and compliance are inversely proportional to each other. V, volume. P, pressure. 
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    Computational modeling in cardiovascular medicine offers a 
unique opportunity to integrate and augment current imaging modali-
ties and to provide tailored and predictive information that can help 
medical therapy, device development and selection, and surgical 
planning and intervention[40].

Main components of image-based computational fluid dynamics 
workflow
Patient-specific cardiovascular models are usually constructed from 
3D imaging data such as CMR or CT. CFD analysis requires not only 
information on anatomy but also on physiology (i.e., flow and pres-
sure data) that can used to set the boundary conditions for the Navier-
Stokes equations representing the fluid flow. These equations are 
solved numerically using a super-computer. We proceed to describe 
the specific steps of the simulations workflow (Figure 7). 
    After the acquisition of the image data, the next step is the con-
struction of an anatomical model of the region of interest. This in-
volves delineating the boundaries (e.g., the walls) of the vessels and 
chambers to be included in the computational analysis using 2D or 
3D segmentation techniques. The surfaces of the extracted geometry 
can be defined either using analytical functions such as b-splines (see 
panel A figure 8) or discrete surface triangulations that provide a fac-
eted approximation of the surface of the model (see panel B of figure 
8). Analytical representations make it possible to create a computer-
aided design (CAD) prototype of the anatomical model. On the other 
hand, surface triangulations are lightweight and can be used to make 
3D-printed prototypes of the anatomy.
    Multiple manual to semi-automated computer software are avail-
able to perform the image segmentation and model creation tasks, 
with variable degree of user-interaction. Generally speaking, direct-
3D segmentation methods (see panel B figure 8) require a smaller 
user interaction and work well if the quality of the image data is high. 
These direct-3D methods usually produce a discrete surface triangu-
lation representation of the anatomy[41]. Conversely, 2D segmentation 
methods involve a higher degree of user interaction, but make it pos-
sible to handle noisier data. The end result is often an analytical (e.g., 
non-uniform rational b-spline, NURBS) representation of the model 
(see panel A figure 8). Analytical models have a significant advantage 
in CFD simulation over discrete models as they effectively have an 
unlimited resolution. Conversely, discretized models have a limited 
resolution given by the point density of the faceted representation of 
the boundary. 

    Once the geometry of the model is defined, it must be discretized 
into a computational mesh. The volume of the geometry is broken 
down into a collection of cells (also known as elements) and nodes 
(also known as points). The elements can be of different shapes such 
as tetrahedral or hexahedral. The equations of motion are then dis-
cretized and solved in every element and node of the mesh. Since the 
mesh has typically hundreds of thousands of elements, the resulting 
problem has a large number of unknowns, and must be solved using a 
powerful super-computer. For instance, in Navier-Stokes, every node 
of the mesh contains four unknowns: the scalar value of pressure, and 
the three different components of the velocity field.
    In the computer modeling paradigm, it is critical to ensure that the 
obtained numerical solution is “grid-independent”: This means that 
the same solution is obtained in different meshes, thereby attaining 
spatial and temporal convergence. A good computational modeling 
practice is therefore to perform mesh-independence studies, where 
solutions are obtained in finer and finer computational grids until no 
change is observed between repeated simulations[32]. Figure 9 illus-
trates an example of different meshes used for mesh-independence 
analysis in a thoracic aortic flow problem.

Figure 7 Example of a CFD simulation on an aortic coarctation case. The acquired raw data is segmented to produce the geometry of the model that is then 
meshed. After assigning the boundary conditions (Q1, inflow boundary condition given for instance by 2D phase-contrast CMR at the aortic valve; R1-
R7 outlet resistors), the computational analysis using a HPC is performed. This enables to map pressure, flow (velocity) and wall shear stress in any point 
of the 3D model. Of note, only by solving the Navier-Stokes equations can the complex flow patterns and pressure changes shown in the post-stenotic 
aneurysm be accurately assessed.

Figure 8 Two different representations of the same anatomical model 
of a type B aortic dissection. Panel A depicts a smooth, analytical 
representation of the segmentation given by NURBS, obtained using 
2D segmentation and lofting techniques[41]. Panel B shows a surface 
triangulation of the same data, obtained with direct-3D segmentation 
techniques.
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Figure 9 Panel A. Analytical representation of a thoracic aorta segmentation obtained from a 3D balanced steady-state free precession CMR dataset. Panel B. 
Coarse computational grid created by assigning a large tetrahedron size. Panel C. Refined computational grid created by reducing the tetrahedral element 
size used in Panel B.

    Once the mesh is created, one must define the so-called “boundary 
conditions” of every face of the computational model. These condi-
tions are given by measurements (e.g., data) on flow, pressure, wall 
motion, cardiac function, etc. that provide information for quantities 
such as cardiac output, flow splits, and microcirculatory resistance. 
A commonly used approach is to specify flow waveforms at the 
inflow faces of the computational model, and Windkessel models at 
the outflow faces. The vessel walls are either modeled as rigid (e.g., 
a zero velocity is used as a boundary condition), or they are assigned 
elastic properties derived from wall motion data. Figure 10 provides 
a schematic of typical boundary conditions used in aortic flow mod-
eling.
    The final step in the simulation workflow involves obtaining the 
numerical solution for the equations representing the laws of fluid dy-
namics (e.g., Navier-Stokes) at each point of the computational mesh 
using HPC and powerful algorithms. Once the solution is obtained, 
it is post-processed to visualize fields such as velocity, pressure, 
WSS, etc. (see figure 7). Ultimately, CFD provides a high-resolution 
description of 3D physics of flow (e.g., 3D velocities and pressures 
at every point of the computational grid) by having a small number 
of physiological measurements (e.g., phase-contrast or Doppler flow, 
catheter-derived pressure, etc.) at a small number of locations. 

ADVANCED IMAGE-BASED DECISION SUP-
PORT: CASE-SPECIFIC EXAMPLES
Quantification of quantities such as blood flow velocity, WSS and 
pressure is critical in the assessment, treatment planning, and man-
agement of patients with congenital and acquired cardiovascular 
disease as described before. In this section we present some examples 
on how computational modeling can give valuable insights and 
change our approach in two common congenital malformations. 

Figure 10 Volume-rendered 3D geometry from a time-resolved magnetic 
resonance angiography acquired in a 26 year-old aortic coarctation 
patient with previous patch aortoplasty repair and residual re-coarctation. 
Representation of the boundary conditions required for solving the 
velocity and pressure fields in the aorta using computational fluid 
dynamics. This model has an inflow (Q1) defined by 2D phase-contrast 
CMR flow data. R1 to R5 represent the resistors imposed at each of the 
outlet faces of the model. 



1. Aortic coarctation
CoA is a narrowing of the aorta, almost always located at the junction 
of the distal aortic arch and the descending aorta, at the insertion of 
the ductus arteriosus or just distal to the left subclavian artery origin. 
It can be a localized stenosis or a more diffuse form characterized by 
a longer hypoplastic segment. It may also occur as an isolated defect 
(simple CoA) or in association with other intra/extra-cardiac malfor-
mations (complex CoA) (Figure 11). It accounts for up to 8% of all 
CHD, with a reported prevalence in the simple forms of about 3 per 
10,000 live births[42,43].
    Importantly, often regarded as a localized anatomical obstruction, 
CoA is a complex cardiovascular disorder associated with a diffuse 
and lifelong arteriopathy that persists even after corrective interven-
tion at an early age[42,43]. These patients show reduced survival even 
after coarctectomy is performed compared with their unaffected 
aged-matched peers. Besides factors such as hemodynamic status at 
the time of surgery, survival is also significantly affected by age at 
operation, therefore early repair has been advocated. 
    Systemic hypertension has a prevalence ranging from 19% early 
after repair up to 68% in long-term follow-up studies in adults. It is 
one of the most important contributing factors to the increased cardio-
vascular mortality in repaired CoA patients. Extreme blood pressure 
rises in response to exercise have also recently been shown to predict 
late onset hypertension, with some authors advocating exercise test-
ing to detect residual aortic arch gradients in these patients[43,44].
    Although the etiology of hypertension after early CoA repair is 
still not entirely understood, it is likely determined by an interplay of 
multiple factors including valve (bicuspid valve occurs in up to 85% 
of cases) and arch morphology, re-coarctation, endothelial dysfunc-
tion and vascular stiffness, as well as impaired mechanical properties 
of large conduit vessels[44-46].
    It has been described that structural abnormalities in the aortic 
media (medial degeneration with early elastic fiber fragmentation 
and fibrosis) result in an increased stiffness of the aorta and the ca-
rotid arteries. This is likely explained by the proliferation of collagen 
and degradation of elastin fibers, resulting in an overall stiffer vessel 
(see graph 1 of figure 6), in a blunted baroreceptor reflex, and in an 
increased brachial pulse wave velocity. These changes have been re-
lated to late aneurysm formation and aortic dissection. 
    Vascular stiffness on the other hand, is known to accelerate hyper-
tension, and in turn, hypertension leads to greater arterial stiffness[47]. 
However, the mechanisms that explain the relationship between 
arterial stiffness and hypertension are still not entirely understood. 
There is conventional assumption that hypertension stimulates aortic 
remodeling and stiffening as an adaptive process according to La-
place’s Law[48]. However, a recent longitudinal study demonstrated 
that arterial stiffness actually precedes an increase in systolic blood 
pressure and newly diagnosed hypertension[49].
    Hypertension has been extensively correlated with end-organ dam-
age, from premature coronary atherosclerosis and cerebrovascular 
disease, to compensatory LV hypertrophy at an early stage in re-
sponse to an increase in afterload, diastolic and systolic dysfunction. 
This interaction between the vascular dysfunction and the LV (ventri-
culo-arterial coupling) is an area of active research[44]. Experimental 
and clinical studies have also shown that hypertension causes not 
only LV but also arterial remodeling[50]. This remodeling (e.g., medial 
thickening in response to elevated pressure loads) is again consistent 
with Laplace’s law (Figure 5) as discussed before. It is thought that 
circumferential stress is likely to be a major contributing factor in the 
remodeling effects of hypertension[51].
    Recent work using CMR image-based CFD simulation in CoA 
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Figure 11 Example of a volume-rendered 3D geometry from a cardiac 
CT study acquired in a newborn with complex severe coarctation (blue 
arrow). Segmental analysis confirmed tricuspid atresia, ventriculo-arterial 
discordance with the aorta arising from the hypoplastic right ventricle and 
severe aortic coarctation with ductal continuation of the descending aorta. 

patients treated with resection and end-to-end anastomosis revealed 
disrupted WSS indices in the descending aorta. These altered WSS 
indices correlate with high incidence of plaque formation in that re-
gion[52]. A reliable estimation of WSS in the aorta requires an accurate 
3D reconstruction of the anatomy, knowledge of the blood viscosity 
and detailed characterization of the blood velocity. Furthermore, as-
sessment of peak wall stress (PWS = max Tq = Pmax r/h, see figure 
5) is particularly relevant since there is also significant evidence of 
its correlation with the atherogenic process. PWS is also a reliable 
parameter to assess the future risk of rupture of aneurysms, more reli-
able than maximum transverse diameter[53,54].
    To be able to accurately assess the so called “fifth chamber of the 
heart” and study and monitor the interaction between the aorta damp-
ing of the ventricular pulse wave and the LV, we need to be able to 
perform non-invasive characterization of biomechanical properties of 
both the ventricular and vascular walls. We are now able to measure 
non-invasively the local and global mechanical properties of a vessel 
such as vascular stiffness, a sensitive and useful biomarker of cardio-
vascular risk[55,56], based on 3D fluid-structure interaction models and 
the full aortic wall motion data obtained from dynamic 3D volume 
datasets. This is a major advantage over the commonly used methods 
used to estimate average arterial stiffness (pulse wave velocity by 
solving the Moens-Korteweg equation or vascular elastography), 
based on simplified models that conceptualize a pressure wave com-
posed of one single forward wave and one single reflected wave, 
originating from a single reflection site[57].
    Additionally, we are now able to accurately predict the non-inva-
sive pressure gradient across the coarctation site without the limita-
tions of using simplified assumptions to estimate it (e.g. when using 
the modified Bernoulli’s equation in echocardiography) with a good 
agreement with the invasive diagnostic catheter investigation and 
simulate the aortic hemodynamics during stress testing[58].

2.Peripheral pulmonary stenosis
Narrowing of the branch pulmonary arteries can occur as an isolated 
defect but it is often associated with other conditions such as Tetral-
ogy of Fallot (Figure 12), Williams’s syndrome or other elastin defi-
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Figure 12 Volume-rendered 3D geometry from a CT pulmonary 
angiogram acquired in a 24 year-old patient with Tetralogy of Fallot and 
a pulmonary stent, with moderate stenosis of the right pulmonary artery 
(blue arrow).

ciencies, Alagille’s syndrome, or may represent long-term sequelae 
even after successful repair (e.g., LeCompte maneuver for transposi-
tion of the great arteries, post-Glenn, etc.). Although this obstruction 
to flow can ultimately cause elevated right ventricular (RV) pressure, 
compensatory RV hypertrophy, and in severe cases RV failure, con-
flicting data from small series and anecdotal cases suggests that pe-
ripheral pulmonary stenosis might actual improve over time without 
intervention[59,60].
    Transcatheter angioplasty and stent implantation has matured over 
the past decade into a safe and accepted treatment for patients with 
hemodynamically significant stenosis. In fact, the increase in ves-
sel luminal area after percutaneous treatment has shown not only to 
improve acute outcomes through a decrease in RV pressure (reduced 
RV:aortic pressure ratio), but also to reduce chronic RV pressure 
overload and mortality in the long term[59]. However, data is still 
scarce, based on small retrospective cohorts and therefore not allow-
ing extrapolation to all patients with significant peripheral pulmonary 
stenosis (PPS).
    The current paradigm for intervention planning in these patients 
still relies exclusively on detailed anatomic and physiologic diagnos-
tic data from non-invasive and invasive modalities (echocardiography 
or CMR/CT and cardiac catheterization) to define the severity of 
stenosis. Despite the accuracy of these investigations, they do not to 
predict the treatment outcome due to individual variability and com-
plexity of human biological systems[61].
    Patient-specific computational modeling can provide valuable 
insight and help guide pre-intervention planning in these patients. 
Interesting data has been published on a patient with unilateral PPS 
using a nonlinear, one-dimensional image-based model of the proxi-
mal pulmonary arteries and impedance models of the pulmonary mi-
crovasculature fitted to morphometric data[62]. The study investigated 
changes in pulmonary flow and pressure following virtual removal of 
the stenosis. For that particular case, it was found that the correction 
of the anatomical obstruction resulted in negligible changes in blood 
flow and pressure[62]. 

    These results suggest that the persistence of the stenosis precludes 
normal lung development and therefore results in few and smaller 
vessel branches to the affected side, which has a much higher pe-
ripheral vascular resistance. Indeed, it is known that the major de-
terminants of pulmonary blood flow are the topology of the vascular 
bed, the pressures of alveolar gas in alveoli and blood, the viscosity 
of blood, the elasticity of the blood vessels and the intrapleural pres-
sure[63]. Since pressure is a force (F) per unit area (A) (P = F/A), the 
larger the total cross-sectional area the lower the pressure. Further-
more, according to Poiseuille’s law, the smaller the capillary bed the 
higher the vascular resistance in the lung supplied by the stenotic 
pulmonary artery.
    However, there are numerous examples in the clinical literature 
in which the effectiveness of transcatheter therapy for PPS has been 
demonstrated. A general deficiency in any case, however, is the small 
size and the retrospective nature of the available evidence[59,64-67].

    The key message from these studies is that there is a pressing need 
to incorporate physiological/functional-based measurements into the 
anatomical assessment of occlusive disease, even if 3D curved multi-
planar reformatted projections are used. This is particularly relevant 
if the expected hemodynamic benefits are minimal to justify the 
potential risks of the procedure. Although a persistent obstruction is 
likely to precipitate clinical deterioration, what these studies are high-
lighting is the need of early intervention, before vascular remodeling 
entrenches, thus limiting any clinical benefit to the patient. 
    An analogy can be applied to the more common coronary artery 
stenosis scenario and the role of stress testing in the functional assess-
ment both in the pre and post-coronary revascularization settings, or 
the unresolved conundrum of optimal management of stable coronary 
artery disease following the landmark multicenter randomized trials 
COURAGE, FAME 2 and BARI 2D[66,68]. The use of non-invasive 
estimation of fraction flow reserve, the proportion of flow across a 
stenosis measured as a ratio between pressures proximal and distal to 
the stenotic lesion, at maximal hyperemia, using CT angiography and 
CFD to predict the hemodynamic significance of coronary lesions, is 
just another application with a growing body of evidence[69-71].

PRESENT AND FUTURE CHALLENGES 
Advances in cross-sectional cardiovascular imaging, integrated 
imaging processing/segmentation platforms, and increased 
availability of high-speed super-computers to solve complex 
computational models of fluid dynamics have made it possible to 
obtain anatomically and physiologically realistic models of time-
varying 3D hemodynamics. The ability to simulate both resting 
and stress conditions can provide unique insights into the physics 
of blood flow patterns, uncover normal and abnormal physiologic 
responses or residual problems, further enhancing our knowledge 
about the pathophysiology of different diseases. In fact, because often 
changes in cardiac function can only be revealed during exercise, 
stress testing has increasingly become part of the risk assessment 
in the follow-up of patients with CHD, both prior and after surgical 
correction[72]. Together with the clinical assessment, these patient-
specific simulations can further support and personalize patient 
management. 
    The CFD workflow has numerous steps, as described in figure 7. 
In some applications, CFD simulations can be run efficiently, reliably 
and quickly using multi-core commercially available processors. 
However, large-scale problems still require HPC hardware, whose 
access is still limited to bioengineers, scientists and academics.
    It is beyond the scope of this manuscript to discuss the numerous 
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commercial and open-source codes available to perform the tasks 
of medical image data segmentation, surface and volumetric mesh 
generation, and simulation of flow. It is important to underline that, 
whichever tool is used, the geometry segmentation is a critical and 
generally very user-dependent operation, which may affect decisively 
the outcome of the analysis. New image-to-computation algorithms 
have been proposed to minimize the degree of user-intervention in 
the definition of the geometry[73].
    CFD studies may also be limited by the lack of patient-specific 
information on certain properties that must be inferred from 
population-based studies. Yet, modeling is about making reasonable 
assumptions and using indirect measurements of quantities that 
cannot be directly assessed. This is in fact one of the main strengths 
of modeling. As an example, artificial neural networks, computational 
tools for pattern recognition that use learning algorithms built on 
experience, are already being used in medicine to identify relations 
in input data that are not easily apparent with more common analytic 
techniques[74]. The construction of a cardiovascular pipeline and 
collection of library of parameters (cardiovascular statistical atlases 
and computational models of the heart and vessels) that can be 
used to quickly predict biomechanics/fluid behavior in a population 
level is an area of active research, with the potential to reveal new 
cardiovascular biomechanic metrics and provide novel insights into 
certain diseases[75].
    Additionally, image-based modeling is fundamentally affected by 
limitations in the temporal-spatial resolution of the acquired image 
data, particularly in small-sized structures and patients with smaller 
body-surface-areas. 
    New software platforms for geometric modeling should also 
provide more clinician-friendly interfaces. Unfortunately, although 
most commercially available solutions for 3D medical imaging 
post-processing provide critical information for surgical planning, 
complex clinical decision-making and patient follow-up, their outputs 
are not easy to adapt to the CFD workflow. 
    Furthermore, open debates between bioengineers and clinicians 
about the role of CFD in cardiovascular medicine might help bring 
more awareness to the medical community to this growing field. 
Future clinicians should be aware of the benefits that image-based 
modeling can bring to their clinical practice. This will help to create 
new opportunities to bring modeling into the clinic.

Critical Path Initiative
As described before, CFD is being used routinely for development 
and assessment of cardiovascular devices (e.g. vascular stents, 
prosthetic heart valves, etc.), avoiding costly experimental prototypes 
by providing “in vitro” insight into their performance. However, 
guidance documents on best practice, CFD training programs and 
certification, and adequate review of the application of this predictive 
computational modeling is still lacking.
    To address this deficiency, the Food and Drug Administration 
(FDA) has recently launched an initiative to standardize CFD 
techniques used among different laboratories. This FDA-sponsored 
project evaluated the use and limitations of CFD in assessing blood 
flow parameters related to medical device safety. It brought together 
academia, industry, and the FDA to address the need for adequate 
and systematic validation of the use of CFD for pre-market device 
applications and post-market investigations.
    The international CFD community was invited to perform 
independent simulations of a simple benchmark problem containing 
features commonly encountered in medical devices. This inter-
laboratory study included experienced participants from 28 different 

groups and highlighted a significant amount of measurement 
error and variability in flow measurements. Despite the general 
disappointment, these results helped to delineate a standard operating 
procedure and a list of best practices that will be the cornerstone to 
increase the reliability of CFD analyses and to maintain uniformity 
among researchers[76].

CONCLUSION
CFD has emerged and is maturing into a unique tool that, together 
with basic experimentation, can provide insights of unprecedented 
detail into the biomechanics of blood flow and its relation to the heart 
and vascular system in CHD. 
    High-quality patient-specific 3D biomedical data are the sine 
qua non condition to make a reality the paradigm of personalized 
medicine in CHD through CFD simulation. Using individualized 
geometry and limited physiological data, researchers are able to 
perform computational analysis to determine and predict relevant 
biophysical properties unique to that patient.
    The lack of multiscale models to represent the intricated nature 
of cardiovascular pathophysiology currently represents a major 
limitation of most simulations. Even though the individual prognosis/
response to a specific treatment cannot be entirely predicted from 
computational modeling one may argue that this patient-specific 
data might have advantages over population-based clinical decision 
making.
    Although there is still a long way to go, tailored medical 
treatment based on such simulations has already had major impact 
in cardiovascular medicine. In fact, this knowledge is already used 
to customize medical devices such as vascular stents less prone to 
restenosis, to understand the hemodynamics of heart valves that 
lead to thrombo-embolic complications or early structural failure 
via sophisticated fluid dynamics testing[77]. Additionally, CFD has 
provided a unique insight into the biomechanical adaptations in 
certain diseases, such as CoA, refocusing not on the anatomical 
problem but on the diffuse nature of the disease and the importance 
of the individualized timing for intervention. 
    Closer links between bioengineers, researchers and clinicians, 
together with CFD training and certification (including clinicians), 
better access to HPC and more clinician-friendly platforms to 
perform the simulations are needed. Finally, for CFD simulations 
to gain further confidence from the medical community they must 
also undergo comprehensive validation with experimental data 
and certification, and these patient-specific simulations must be 
informative within clinically relevant time scales.
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